Helium Leak Detector 
Machine 


The only credible and most accurate method to detect leaks smaller than 
1x105 mbar*l/s is with a helium handheld leak detector. A leak diameter for 
1x10 mbar*l/s (which equates to 1A) is also the diameter of a helium 


molecule and is the smallest leak rate that can be detected. 


